We developed high-speed time-domain (TD) en face optical coherence tomography (OCT) system using KTN optical beam deflector. The KTN optical beam deflector operates at a high repetition rate of 200 kHz with a fairly large beam deflection angle. We proposed a high-speed en face OCT system that used a KTN optical deflector as the sample beam scanning. In the experiment, we obtained en face OCT images of human fingerprint with a frame rate of 800 fps, which is the fastest speed obtained by a TD-OCT imaging. Furthermore, a 3D-OCT image was also obtained at 0.2 s (=5 volumes/s) by our imaging system.
Introduction
Since the proposal of optical coherence tomography (OCT) [1] , OCT has been developed intensively for clinical diagnoses in ophthalmology [2] . There are three types of data acquisition and image processing by OCT: Time domain (TD) OCT [1] [2]; Fourier domain (FD)/spectral domain (SD) OCT [3] ; and Swept source (SS) OCT [4] . SS-OCT offers the highest speed for data acquisition due to the wavelength-tuning speed of a swept source. Recently, Microelectromechanical Systems (MEMS) vertical-cavity surface-emitting laser swept source provides sweeping speed of 60 kHz to 1 MHz [5] . The Fourier domain mode-locked laser (FDML) is considered to have the highest sweeping speed in the range of up to multi MHz [6] . Another imaging method for OCT is en face OCT, also [10] . Considering this performance, we proposed a high-speed en face
OCT system that used a KTN optical deflector as the sample probe [11] . The OCT data acquisition rate of 400 frames/sec (fps) was obtained. In this paper, the highest frame rate of 800 fps was obtained by use of heterodyne detection of the interference OCT signals. Furthermore, the 3D-OCT image of sweat gland was also obtained at 0.2 s by our imaging system.
En Face OCT System Configuration
The high-speed en face OCT system configuration is shown in Figure 1 converter. The sampling rate of the AD converter is 400 MHz with 14-bit digitizer.
In the en face OCT imaging, the sample light is scanned along the x-axis by a galvanometer mirror and along the y-axis by a KTN optical beam deflector, as shown in Figure 2 . In our imaging system, the fast scanning was performed at 200 kHz along the y-axis, while the slow scanning was performed at 800 Hz along the x-axis. For 3D-OCT imaging, the reference mirror was moved along the z-axis by a stepping motor during the en face OCT imaging.
Optical Arrangement of the Sample Arm
The KTN deflector operates by exploiting electrons trapped in the KTN crystal. The electrons are injected and kept trapped by supplying a DC voltage to the KTN prior to the application of a high frequency AC voltage for scanning. We pre-charged the KTN crystal by applying ±400 V DC for 10 s, and then scanned the laser beam by applying a ±300 V triangle wave voltage to the KTN deflector [8] [9] . This resulted in the beam deflected by an angle of 112 mrad. KTN simultaneously exhibited the characteristics of a cylindrical convex lens because of the trapped electrons [10] . We compensated for this convex lens effect with a cylindrical concave lens. Figure 3 shows the beam propagation and optical arrangement of the sample arm. To enlarge the input beam diameter of the focusing lens, we use ×3 magnification relay optical system include f 1 and f 2 plano convex lenses.
In the experiment, the sample light is scanned along the x-axis by a galvanometer mirror and along the y-axis by a KTN optical beam deflector. The lateral resolution of the en face OCT system can be measured by determining the smallest element of the test chart (USAF 1951) that can be clearly resolved. Figure 4 shows the test chart and the en face OCT image of the object. From the smallest resolvable element, a horizontal (x-direction) resolution of 13.9 μm and a vertical (y-direction) resolution of 17.5 μm were obtained, respectively. We also measured the sensitivity of the en face OCT system by inserting a neutral-density (ND) 4.6 filter into a sample arm. The signal-to-noise ratio (SNR) is given by the expression [12] [ ]
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where P ND is the signal power with the ND filter. A measured the SNR was −67.31 dB, as shown in Figure 5 . 
High-Speed TD En Face OCT Imaging of Human Fingertip
In the experiment, we acquired human fingerprint images using en face OCT x-z plane, respectively. The image acquisition rate was 800 fps, which is the highest speed obtained using en face OCT imaging and is comparable to the speed of SS-OCT systems. Furthermore, during 3D imaging, in addition to the operation of the galvanometer mirror and the KTN beam deflector of the sample arm, a reference mirror is moved for stacking en face OCT images. All the data from3D-OCT scanning was stored in the data acquisition board. As shown in Figure 6 (d), the volume size of a 3D image was 250 × 500 × 160 voxels (x, y, z) with a 3D data acquisition rate of 5 volumes/s. The measurement ranges were 1.9 mm × 1.9 mm × 1.5 mm. The surface profile of the human fingerprint is seen clearly, and sweat gland in the stratum corneum and epidermis are recognized.
Conclusion
In conclusion, we proposed and demonstrated high-speed TD en face OCT system using KTN optical beam deflector. In the imaging system, the KTN beam deflector operates at 200 kHz in the y-direction, while the galvanometer scans at 800 Hz in the x-direction. This OCT imaging system essentially follows the TD method. The OCT data acquisition rate obtained is 800 fps, which is the highest frame-rate obtained by a TD en face OCT imaging. In the experiment, human fingerprints were presented as examples of en face and 3D-OCT images obtained at a volume rate of 5 volumes/s. Our efforts are directed at the development of a compact en face OCT system which conducts two dimensional scanning using only KTN beam deflectors.
